[A discussion on the biological evaluation method for nanosilver antibiotic devices for gynecological external use].
Nanosilver antibiotic devices for gynecological external use are the third-class products of medical devices, whose biological safety and efficiency should be strictly controlled. But there is not yet the national standard or industry standard for the products to control the production process, so their testing method of biological evaluation mainly refers to GB/T16886 "The Guide to Implementation of Biological Evaluation of Medical Devices". To control the biological safety effectively, it's necessary to work out the testing items and methods of the biological evaluation for such products.